Automated measurement of trypsin inhibitor in urine with a centrifugal analyzer: comparison with other acute phase reactants.
Automated measurement of trypsin inhibitor in urine was performed with good precision using the COBAS FARA. Elevated levels of both trypsin inhibitor in urine and acute phase proteins in serum were shown in most cases of major abdominal surgery. We suggest that the automated assay of urinary trypsin inhibitor might be useful for the clinical diagnosis of acute phase response.